
 

PATIENT TROLLEY ASSEMBLY CODE 27801 

On the left are shown the components of the trolley assembly 

kit, the mattress is not displayed. 

 Castors kit to be assembled on the frame.  

 Kit to be assembled on the mattress. 

Fix the parts to the mattress (two handles for pushing the trolley, two castors kit and the rod to 

adjust the back section). 

 Image of assembly. 

 



 

 

 

Assemble the parts that make up the base, two rods and two castors kit. 

 Image of assembly. 

 

Finally place on the base the assembled mattress. 

 

Assembly completed. 
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